
Wireless Transmitter CSP-TW-TX1

To reorder this or any other CareSense product,

call Curbell at 1-800-235-7500

FCCID: WNGTM-01

LAB-1146-001 Rev. A

This device complies with Part 15 of the FCC Rules. Operation is 

subject to the following two conditions: 1. This device may not cause 

harmful interference. 2. This device must accept any interference 

received, including interference that may cause undesired operation.
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Status/In use

Turn the switch ON prior to patient use and leave 

it on. Once the switch has been turned on, do 

not turn it off.

Place the transmitter into the pouch and seal it. 

Note the proper orientation of the transmitter 

antenna

Antenna

Write the expiration date on the transmitter

Write the “put into use date” on 

the sensor pad

Follow the setup instructions on the pad.

Attach the transmitter cable to the cable inside 

the pouch 
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WIRELESS TRANSMITTER SENSOR QUICK SETUP GUIDE
NOTE: Consult the “Directions For Use” included with monitor for complete instructions, troubleshooting, and safety information


